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Importance of the field: Since the 1950s, ultrasonic nebulizers have played an

important role in pulmonary drug delivery. As the process in which aerosol

droplets are generated is independent and does not require breath-actuation,

ultrasonic nebulizers, in principle, offer the potential for instantaneously fine-

tuning the dose administered to the specific requirements of a patient, taking

into account the patient’s breathing pattern, physiological profile and disease

state. Nevertheless, owing to the difficulties and limitations associated with

conventional designs and technologies, ultrasonic nebulizers have never

been widely adopted, and have in recent years been in a state of decline.

Areas covered in this review: An overview is provided on the advances in new

miniature ultrasonic nebulization platforms in which large increases in lung

dose efficiency have been reported.

What the reader will gain: In addition to a discussion of the underlying mech-

anisms governing ultrasonic nebulization, in which there appears to be

widely differing views, the advantages and shortcomings of conventional

ultrasonic nebulization technology are reviewed and advanced state-of-the-art

technologies that have been developed recently are discussed.

Take home message: Recent advances in ultrasonic nebulization technology

demonstrate significant potential for the development of smart, portable

inhalation therapy platforms for the future. Nevertheless, there remain con-

siderable challenges that need to be addressed before such personalized

delivery systems can be realized. These have to be addressed across the spec-

trum from fundamental physics through to in vivo device testing and dealing

with the relevant regulatory framework.
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1. Inhalation therapy

Drug delivery to the lung can be viewed from the perspective of two distinctive
objectives: (i) ‘topical’ treatment of the pulmonary tract (whereby the drug is
applied locally to the surfaces along the respiratory tract); and (ii) a route for sys-
temic delivery (whereby the drug enters into and is transported by the bloodstream).
The former has grown enormously over the past 50 years, with the realization that
where even relatively inefficient topical treatment is conducted, the level of effective
dose required (compared with oral/systemic delivery) is drastically reduced, accom-
panied by an associated reduction in side effects and toxicity issues. The large sur-
face area of the lung, its thin epithelium lining and highly vascularized nature,
and its potential to be accessed also make it ideal for non-invasive systemic drug
delivery, and a patient-friendly alternative to the needle. The human respiratory sys-
tem has nevertheless evolved to trap and stop aerosolized material from entering
such delicate and sensitive tissue, and hence controlled delivery to the lungs is far
from simple. The nasal passages are, in particular, very effective traps to capture
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particulate matter and hence the following discussion is
restricted to lung delivery through the oral route, which poses
a lesser challenge, but still a formidable one nonetheless. The
structure of the human respiratory system is well described for
these purposes. The passage through the oropharangeal region
provides the first barrier to aerosol delivery. Further barriers
are imposed as the airways subsequently bifurcate in a manner
resembling a ‘tree’-like structure with passages dividing and
narrowing from the central to the peripheral regions [1].
Despite these obstacles, man has always been aware of the

‘benefits’ of inhalation therapy, or pulmonary drug delivery.
For example, the ancient Greeks in the first century were
reported to breathe in sulfuric fumes from volcanic eruptions.

It was also common practice among North American Indians
to smoke pipes containing leaves and roots of native plants to
treat asthma. The first account of commercial inhaled mist
sprays, however, were not recorded until the nineteenth cen-
tury, when compressed air systems were used to generate
fine vapor mists from thermal water spas, which were touted
to treat pulmonary ailments [2].

Thus, although it is generally accepted that inhalation ther-
apy constitutes the ideal way to deliver therapeutic agents to
the lung, the aerosolization process, which requires the drug
compound or the solvent it is dissolved within, to be broken
into small particles or droplets to form an aerosol that can
be inhaled, is fundamentally difficult. This is because attrac-
tive intermolecular forces (such as hydrogen bonds or van
der Waals forces) binding the molecules of a compound or
solution together need to be overcome to create new surfaces
that constitute the smaller particles or droplets. For solutions,
this means that the capillary stress associated with the surface
tension of the parent liquid needs to be overcome such that it
can be broken up or atomized into smaller droplets. The
energy that is required to do so is related to the difference in
surface energy of the parent drop and the atomized droplets,
and is proportional to the increase in surface area associated
with the nebulization process. It is now known that an opti-
mum respirable droplet aerodynamic diameter < 3 µm (cou-
pled with suitable breathing maneuver) is typically required
for systemic administration of a drug to the lung, in which
droplets are successfully transported through the complex
and efficient barrier posed by the oropharyngeal region (the
first trap being imposed by the laryngeal jet), and then
through the highly bifurcated airways of the lung where they
can be absorbed [3-5]. Further, it is also known that for specific
topical delivery targets, rather different but still highly dis-
persed and controlled narrow aerosol aerodynamic size ranges
may be required; see, for example, [6-8]. Given the necessity for
these small aerosol sizes, the surface energy is typically large,
thereby demonstrating the inherent difficulty of the process.

The two most common clinically used methods for pulmo-
nary drug administration are portable unit-dose or multi-
unit-dose inhalers and nebulizers. The former (i.e., portable
inhalers) can be subdivided further into two broad categories,
namely, metered-dose inhalers (MDIs) [9] and dry powder
inhalers (DPIs) [10]. Generally, the working principle of
MDIs has varied little from the original push-and-breathe
concept developed in the 1950s [11], in which a metered
dose of the drug, suspended as colloid or dissolved in solution,
in a pressurized gas (propellant) within the metering chamber
is released on atmospheric depressurization through push-
actuation. The drug-laden propellant droplets then evaporate
to leave behind a residual drug-laden particle core that is
inhaled. On the other hand, most DPIs are passively actuated,
in that they utilize the respiratory intake of air of the patient
to entrain and disintegrate the drug, which is in the form of
dry powder particles. DPIs first appeared in 1940, with the
first commercially successful product being introduced in

Article highlights.

. Historically, cavitation and capillary wave destabilization
have been proposed as possible mechanisms responsible
for the generation of aerosol droplets owing to
ultrasonic vibration; this paper, however, advocates that
the latter should rather be viewed as a route towards
aerosol generation as a consequence of some means by
which the interface is perturbed, be it cavitation,
acoustic streaming, or even a combination of
several processes.

. There is evidence to suggest that the classical theories
that have been widely adopted so far to predict aerosol
size may be inadequate for providing a full
understanding of the mechanics by which capillary
waves destabilize and break up to form droplets;
specifically, recent experimental observations of capillary
wave vibration under strong acoustic forcing have
demonstrated the absence of the narrowband
subharmonic frequency selection predicted by the
classical theory.

. A scaling argument based on capillary-viscous resonance
is proposed to address this controversy by providing a
possible explanation for the experimental observations,
although a more rigorous theory that captures the
inherent nonlinearity of the process is urgently needed
to provide a complete fundamental understanding of
the governing mechanisms that underpin capillary
wave destabilization.

. There are many difficulties associated with both generic
in vitro and in vivo comparisons of ultrasonic nebulizers
with other nebulization or inhalation therapy platforms
in terms of their performance and applicability;
assessments should rather be carried out within the
conditions and context of a specific case.

. Compared with portable inhalers, nebulizers, in general,
nevertheless, provide a more consistent means for
delivering droplets with very specific diameters and at
controlled flow rates through normal tidal breathing.

. Recent advances in microfluidics and ultrasonic
nebulization technology therefore offer tremendous
possibilities for the development of miniature inhalation
therapy devices with the ability to tune the administered
dose to a patient’s specific requirements.

This box summarizes key points contained in the article.

Ultrasonic nebulization platforms for pulmonary drug delivery
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1969, and are now seeing an increase in use at the expense of
the pressurized MDI (pMDI). A significant factor for this has
been the 1987 Montreal Protocol, as DPIs circumvent the use
of environmentally detrimental chlorofluorocarbon (CFC)
propellants [12]. Alternative hydrofluoroalkane (HFA) propel-
lants have been developed, but these suffer from challenges
associated with solubility and stability, as well as the prospec-
tive risk of future government regulations surrounding their
use [13,14]. In any case, there has been a wide range of reported
efficiencies with the use of passive DPIs in comparison with
MDIs [15]. In recent years, active DPIs have been developed,
which have led to increased efficiencies [16], but these devices
can be both complex and costly.

Compounding these limitations are several other issues.
MDIs have typically been associated with a high level of
patient misuse, notably owing to problems with breath coor-
dination (up to 90%, as reported in some studies [17,18]).
These highlight the necessity for training the patient in the
correct technique, especially for coordinating device actuation
with inspiration [19,20], which is a particular challenge for
young children, the elderly, and those who suffer from severe
forms of respiratory diseases [21-23]. Coordination difficulties
can be minimized with the use of spacers [24], but are not
without other issues. For example, the use of spacers has
been reported to result in a change in the droplet diameter
at the point of inhalation [25]. They are also large and cumber-
some to use. In addition, if the dose is not administered
immediately, a proportion of the drug is deposited on the
inner chamber of the spacer and is thus lost. DPIs are not con-
strained by coordination problems but are well known to vary
in efficiency with regards to patient inspiratory flow [26-28],
and also have significant potential for misuse.

Consequently, a significant proportion of the asthmatic
and chronic obstructive pulmonary disease (COPD) patient
population is unable to use conventional MDIs or DPIs effec-
tively owing to damaged lung function, poor manual dexter-
ity, visual limitations, cognitive deficits and/or muscular
weakness -- DPIs are reportedly misused by 42% of patients
above the age of 60 years [27]. The same study indicated that
83% of patients older than 80 years suffering from moderate
to severe airway obstruction were using ineffective inhalation
techniques. Moreover, aerosolization and delivery from such
inhalers are notoriously variable depending on patient inhala-
tion profiles and can be very poor in age-specific or compro-
mised patient groups [29]; there is also little opportunity for
tuning the device to a patient’s need as the aerosol generation
mechanisms are too primitive to permit any real degree of con-
trol, the aerosol size control being fundamentally predetermined
by the drug and device.

By contrast, traditional nebulizers do not provide delivery
to a single unit breath, but a continuous or regularly pro-
longed intermittent delivery over a period of minutes. Such
nebulizers utilize an external energy source to overcome the
capillary stress and hence destabilize the interface of the parent
liquid volume containing the drug solution or suspension.

Nebulization then ensues on break-up of the interface,
thereby producing drug-laden aerosol droplets that are subse-
quently inhaled. As the ability to aerosolize is not dependent
on the patient’s inhalation ability, nebulizers, in principle,
provide a more consistent means of delivering droplets with
very specific diameters and at specific flow rates through nor-
mal tidal breathing. Nebulizers are hence more suitable for
young children or patients with severe broncho-obstruction,
who either do not have sufficient inspiratory flow rates to acti-
vate the MDIs or passive DPIs, or cannot, for one reason or
another, be sufficiently trained to use these devices; they can
also be used especially when a drug is unsuitable for use
with MDIs or DPIs. In addition, nebulizers are generally per-
ceived as a practical means for delivering large doses as well as
off-label drugs not formulated for use with other devices.

Examples of common nebulizer formulations marketed at
present and the excipients included in the formulation, which
function as surfactants, stabilizers (e.g., EDTA), or preserva-
tives (e.g., benzalkonium chloride, EDTA, ethanol, propylene
glycol), can be found in [30,31]. Given the delicate and sensitive
nature of the tissue comprising the pulmonary tract, toxolog-
ical effects of both the drug and the excipient used are key
limiting factors, not just for nebulizers, but for any pulmonary
drug formulation. Specific limitations of nebulizers, neverthe-
less, include relatively long treatment times, which could
potentially result in poor patient compliance, and the instability
of drug solutions owing to hydrolysis.

Recently, the market has seen the introduction of a third
alternative to the MDI and DPI in the unit-dose portable
inhaler market, in the form of the Respimat� (Boehringer
Ingelham GmbH, Ingelheim Rhein, Germany), which can be
viewed as a non-pressurized MDI [32-34]. This system creates a
respirable liquid aqueous spray, targeted to a single breath,
through the collision of two liquid jets. There are other pro-
posed systems for single unit-dose delivery that are, as yet, not
on the market, such as those developed by Aradigm Corp.,
Sheffield Pharmaceuticals or Ventaira Pharmaceuticals. In addi-
tion, a technology that provides an intriguing return to man’s
original interest in pulmonary drug delivery is the condensation
aerosol generator, such as that proposed by Chrysalis [32].

Generally, traditional continuous nebulizers fall into two
broad categories depending on their operating principle. Jet
nebulizers, which are also known as pneumatic nebulizers,
use a high-speed velocity air flow through a nozzle to draw liq-
uid containing the drug from side feed tubes into the nozzle
region as a consequence of suction arising from the expansion
of the jet at the nozzle orifice (Figure 1A). Owing to the large
kinetic energy of the air jet, the liquid immediately breaks up
into aerosol droplets as it emanates from the feed tubes. Baf-
fles located downstream then provide a means to trap the sig-
nificant mass of droplets above the required size distribution
and to return them to the bulk liquid. In addition, the baffles
provide a secondary mechanism to create smaller droplets on
impact, although this could lead to drug wastage resulting
from liquid adhesion on the baffle surface [33]. It should be
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noted that the pressurized air jet is inadequate in itself to sup-
ply sufficient air flow to comprise the full inhalation flow vol-
ume, hence more air has to be inhaled by the patient through
a mouthpiece [34]. This renders the jet nebulizer and hence the
delivered drug dose dependent on the patient’s inhalation
profile, as with other inhalation devices [35]. Moreover, the
requirement for compressed air or oxygen to generate the
high-velocity jet requires a compressed gas cylinder, electrical
compressor, hospital reticulated air system or bulky battery-
operated compressor, which confines jet nebulizers to home
or hospital use [36]. Jet nebulizers are also fairly inefficient;
for example, only ~ 12% of the drug reaching the lung has
been reported; the remaining drug is wasted, being trapped
in the baffles and residual nebulizer volume, exhaled or
deposited in the oropharynx and swallowed [33,37].
Ultrasonic nebulizers [38] utilize acoustic waves at moderate-

to-high frequencies as an energy source in place of the high-
pressure air jet to overwhelm the stabilizing capillary stresses
and hence to break the liquid source into aerosol droplets
(Figure 1B). The earliest ultrasonic nebulizers, produced mainly
as humidifiers, date back to 1949 when electronic oscillators
became widely available as an oscillating electric field source
to the piezoelectric transducer at frequencies between 10 kHz
and 1 MHz [2]. Nevertheless, they were expensive and large,
and hence were quickly superseded by the smaller and cheaper
MDI, which made its appearance in 1956. It was only in the
1980s that compact ultrasonic nebulizers with the ability to
operate over several days on a single battery charge regained
popularity owing to technological improvements that enabled
them to be sufficiently small and simple for home use.
This paper briefly reviews ultrasonic nebulization technology

until now and, in particular, discusses their performance

compared with conventional MDIs and DPIs. Recent state-
of-the-art improvements are then discussed with regards to
ultrasonic nebulization and some perspectives are provided
on the future of the technology in the context of pulmonary
drug delivery. Before proceeding, some clarification is appro-
priate concerning the terminology commonly used when
characterizing output from continuous, intermittent, or
unit-dose ultrasonic nebulizers. For unit-dose delivery, the
term metered dose (MD) refers to the total active load metered
within the device, whereas the delivered dose (DD), which is
often termed the emitted dose (ED), is the quantity of drug
entering the patient. Thus, the DD is inherently lower than
the MD as some material will remain as residue within the
device. For continuous or intermittent ultrasonic devices,
the DD terminology is potentially more confusing, but
should similarly refer to the dose entering the patient,
although there may be a significant proportion of the aerosol
that leaves the device but that does not enter the patient: for
example, during the exhalation cycle. Finally, terms such as
respirable or fine particle dose (and fractions of these relative
to the MD or DD) are often used, and refer to the proportion
of the aerosol cloud generated that is measured below a spe-
cific size cut. The in vitro measurement of these is a poten-
tially complex task, and may require different approaches to
that used for portable inhalers, as outlined in Section 3.

2. Ultrasonic nebulizers

2.1 Operating principle and governing mechanisms
Sound waves are pressure disturbances that occur in and prop-
agate through the medium of a material (owing to its elasticity)
in the form of compression and rarefaction oscillation cycles.

To
mouthpiece

To
mouthpiece

Baffle

Jet
Aerosol

Feed
tube

Reservoir

Capillary
waves

Baffle

Reservoir

Piezoelectric
transducer

Pressurized
air source

Aerosol

A. B.

Figure 1. Schematic illustration of a typical (A) jet nebulizer and (B) ultrasonic nebulizer.
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Ultrasound generally encompasses all sound wave phenomena
that occur at frequencies above those discernible to the human
ear. The lower frequency limit of ultrasound is therefore
~ 20 kHz. Ultrasonic nebulizers work by applying an alter-
nating electric field to a piezoelectric transducer, which converts
the electrical signal into a periodic mechanical vibration, in
contact with the liquid to be nebulized. Oscillatory pressure
disturbances are then generated in the liquid -- these sound
waves subsequently propagate throughout the entire medium
giving rise to instantaneous oscillations of the fluid molecules,
which results in local temperature and density fluctuations on
a timescale associated with the excitation frequency. The fluid
as a whole, nevertheless, responds much more slowly, and
hence the effects of the acoustic excitation of the fluid on its
bulk properties can be obtained by time averaging these local
oscillations over a timescale dependent on the viscosity, surface
tension and density of the fluid.

Broadly, there appear to be two mechanisms to suggest how
ultrasonic vibration can give rise to interfacial destabilization,
which, if unabated by stabilizing stresses such as capillarity,
eventually results in the break-up of the interface to produce
aerosol droplets [39]. The first, originally proposed by
S€ollner [40], involves cavitation, which occurs when vapor bub-
bles are formed in the liquid as the pressure in a localized
region of the fluid suddenly decreases owing to the periodic
disturbances introduced by the sound excitation [41]. If the
local pressure falls below the vapor pressure during the nega-
tive half cycle of the oscillation, the liquid in that region
essentially ‘boils’ to form a vapor pocket. On the positive
half cycle of the oscillation, these bubbles suddenly collapse
with such intensities that extremely high instantaneous pres-
sures and accelerations are generated in the form of a shock
wave. The shock waves arising from the implosion of bubbles
convected sufficiently close to the interface then lead to
its destabilization [42,43]. Boguslavskii and Éknadiosyants [44]

have proposed a theory in which the disturbance shock waves
resulting from the implosion of the bubbles during cavitation
lead to the excitation of finite amplitude capillary waves that
result in droplet ejection. Physically, the rim of the collapsing
bubble is stretched radially downward and initially outwards,
and subsequently inwards, under the action of capillarity
(Figure 2A--C), until it contracts on itself to form an elongated
thread that eventually pinches off to form an aerosol droplet
(Figure 2D, E). If these violent and transient collapse events
near the interface occur simultaneously and periodically, finite
amplitude standing capillary waves are excited on the inter-
face [45] that destabilize beyond a critical vibration threshold
to produce simultaneous pinch-off events along the interface.
Mechanisms that describe the formation of the droplet from
the break-up of interfacial capillary waves [46-48] have been
discussed in various articles [49-51].

Even if cavitation were absent, interfacial capillary waves
could still be excited and destabilized to produce nebulization
owing to the growth of small disturbances introduced to the
interface; indeed, nebulization has been widely observed even

when the liquid is degassed. This was claimed to be an alterna-
tive mechanism for ultrasonic droplet production [52-54]. Other
studies have suggested that this capillary wave destabilization
mechanism is responsible for droplet formation at low powers
that are inadequate for producing cavitation, whereas the cavi-
tation mechanism dominates at higher powers [55]. Although
there is considerable debate about these mechanisms, it is the
authors’ opinion that capillary wave destabilization should
not constitute an alternative mechanism for ultrasonic droplet
production as the source of the disturbance is not specified.
For example, cavitation effects near the free surface can consti-
tute such a disturbance source that results in the destabilization
of capillary waves, which subsequently break-up to form aero-
sol droplets [40,42], as alluded to above. Capillary wave destabi-
lization should rather be viewed simply as a pathway towards
the generation of droplets as a consequence of cavitation or
an alternative mechanism; some possible mechanisms have
been discussed by Yule and Al-Suleimani [49].

One possible alternative mechanism that could give rise to
the interfacial disturbances that lead to the destabilization of
capillary waves is bulk acoustic streaming. In this case, the
bulk fluid flow arising as a result of viscous absorption of
the sound energy within the liquid (the time-averaged flow
of the local oscillation of fluid molecules arising as a conse-
quence of the compression and rarefaction events as the sound
wave propagates through the liquid) gives rise to vibration of
the entire liquid body at its natural resonant frequency [51].
A full coupled theory between the equations of motion in
the transducer substrate and the hydrodynamics governing
the acoustic streaming to produce the free surface evolution
has yet to be developed. Nevertheless, a further discussion
based on scaling arguments of the characteristic frequencies
associated with the natural resonant frequency is provided
below. Similar to that due to cavitation, however, capillary
waves are excited at the free surface owing to the vibration of
the liquid body, and destabilize beyond a threshold amplitude,
resulting in break-up to form aerosol droplets.

This subject area is, nevertheless, still controversial, and
considerable debate persists within the community. In addi-
tion to the excitation power, the dominance of one mecha-
nism over the other could also depend on the film thickness,
although these effects have yet to be carefully examined. It
is also possible that both mechanisms can be present
simultaneously -- Topp [56] notes that the generation of drop-
lets in the latter two mechanisms takes place at the crests of
the interfacial capillary waves, whereas cavitation occurs with
more statistical spatial and temporal randomness along the
free surface. Such randomness is also speculated to lead to
considerable variation in the droplet size distribution,
although quantitative evidence for this has yet to be
provided -- the absence of such non-uniformity in the data is
suggested by some to support the postulation that despite
the random cavitation process, a modulation effect may arise
if cavitation does not give rise directly to droplet ejection
but to the excitation of capillary waves [57].
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2.2 Aerosol droplet generation owing to interfacial

destabilization
Whichever mechanism is responsible for the excitation of cap-
illary waves on the interface, namely, cavitation or acoustic
streaming, a critical threshold amplitude of the waves must
be exceeded before the onset of nebulization resulting from
their destabilization. Such a threshold arises from a com-
petition between the destabilizing stresses from the acoustic
forcing and the stabilizing capillary stresses, which can be
described by an acoustic Bond (or capillary) number,

(1)

Boa,c ∫
ρ ω

γ
A L2 2

.

where r is the fluid density, A and w = 2pf the vibration
amplitude and frequency, L the characteristic length scale of
the liquid and g the surface tension. Equation 1, however,
considers only a dominant balance between the surface ten-
sion and the acoustic forcing. Eisenmenger [52], on the other
hand, allows for capillary wave damping and hence the liquid
viscosity µ through a linear stability analysis to obtain

(2)

ac =
Ê
ËÁ

ˆ
¯̃

2
1 3

μ
ρ

ρ
πγω

/

,

the onset of nebulization occurring around three to six times
the critical amplitude ac [49]. Note that the amplitude of forc-
ing does not alter the droplet size [51], as discussed below,
although it does influence the velocity at which the droplets
are ejected as well as the nebulization rate [53].
The size of the ejected droplets produced on destabilization

of the interface can be derived from an instability analysis of
the free surface of the liquid in which a small amplitude distur-
bance is imposed on the free surface. By linearizing the equa-
tions that govern the spatiotemporal evolution of the free
surface, a dispersion relationship can then be derived from
which a prediction of the instability growth rate as a function
of the disturbance wavenumber k as well as the wavenumber
at which the growth rate is maximum, more commonly
referred to as the ‘most dangerous wave number’, kmax, can
be obtained. It is widely accepted that the average droplet
diameter D correlates strongly with kmax = 1/l, that is,

(3)

D
k

C32

1
∼

max

ª λ,

where l is the wavelength and
(4)

D
D

D

i
i

i
i

32

3

2
∫

Â
Â

is the droplet surface area moment mean (or Sauter mean)
diameter (i = 1, 2, 3,…, n, where n is the total number of
aerosol droplets in the statistical data set). An empirical coef-
ficient C is commonly used to fit the experimental data to the
predictions. The limitations of the linear stability theory,
however, are evident from the wide range of values for C pro-
posed in the literature that vary by an order of magnitude, for
example, 0.34 [54], 1/p [53], and between 1 and 3.8 [58].

The wavelength l can be specified by an expression known
as the Kelvin equation, which is obtained through a linear sta-
bility analysis for the case of the excitation of free surface
waves induced by periodic vertical forcing [47]:

(5)

λ
πγ

ρ
∼

2
2

1 3

f c

Ê
ËÁ

ˆ
¯̃

/

.

As expected, this bears some resemblance to Equation 1 for
Bond numbers of order unity. Although it has not been spec-
ified whether the frequency and amplitude in Equation 1 refer
to that of the excitation (i.e., the surface of the ultrasonic
transducer) or the liquid interface, for reasons that will be
apparent below, the frequency fc in Equation 5 refers specifi-
cally to that of the liquid interface, that is, the vibration of the
free surface capillary waves. It should be noted that Kelvin’s
theory does not provide a mechanism to couple the velocity
at which the free surface undulates in relation to the forcing;
consequently, the film thickness and excitation amplitude do
not enter into Equation 5, although a more elegant theory
was later proposed to account for these parameters [59].

To relate fc to the acoustic excitation frequency f, Lang [54]

assumed that the capillary waves are excited at a subharmonic
frequency that is half the acoustic forcing frequency, that is,
fc = f/2, such that Equation 5 becomes

A. B. C. D. E.

Figure 2. Schematic illustration of the interfacial profile as a cavitation bubble near the interface leads to its destabilization

and hence the pinch-off of an aerosol droplet (after [119]).
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(6)

λ
πγ

ρ
∼

8
2

1 3

f

Ê
ËÁ

ˆ
¯̃

/

.

Since then, Equation 6 has been wholly and widely adopted in
the literature (see, for example, [49,53,58,60,61]). The half-fre-
quency subharmonic assumption appears to originate from
the theory of Faraday waves [46], in which a liquid is vertically
excited from beneath by a vibrating plate, wherein the motion
of the plate is perpendicular to the liquid free surface.
Drawing the analogy with the motion of a pendulum, it is
then possible to construct an elegant theory for the parametric
excitation of the free surface using the Mathieu equation [62],
from which it can be shown through a weakly nonlinear anal-
ysis that the lowest-order, and hence dominant, frequency
from the theoretically infinite number of available resonant
frequencies nf/2 (n = 1, 2, 3,…) is the f/2 subharmonic [63,64].

Nevertheless, there appears to be some controversy sur-
rounding the adoption of the subharmonic frequency in Equa-
tion 5 [51]. Until recently, accurate measurements of the
frequency at which capillary waves vibrate, at least > 10 kHz
order, have been difficult. Moreover, the conventional way in
which liquids are excited by ultrasound is typically in phase
across the width of the fluid and perpendicular to the free sur-
face, similar to the reciprocating piston motion of Langevin
transducers [65]. Nevertheless, Equation 6 has been universally
adopted, even when the mode of vibration is considerably
more complex than the simple piston-like motion of Faraday
waves, or when the excitation frequencies are higher than
that used in conventional ultrasound, for example, in surface
acoustic wave (SAW) nebulization [58] (the use of SAWs for
nebulization and, in particular, for pulmonary drug delivery,
is discussed in Section 4). Recent measurements of capillary
wave vibration under acoustic forcing, admittedly at these
higher frequencies and for SAW excitation, using advanced
laser Doppler vibrometry reveal the absence of any subhar-
monic excitation. Figure 3 shows the absence of a dominant
subharmonic resonant peak at fc = f/2 = 10MHz when the sub-
strate underneath the fluid is excited at f = 20 MHz. Instead,
broadband excitation of the capillary waves at 10 kHz order
is observed [51].

Qi et al. [51] argue that capillary waves are excited at a fre-
quency given by the natural resonant frequency of the liquid,
which is dependent on the characteristic length scale of the liq-
uid geometry L. For a drop or a thick liquid film lying on the
undulating substrate, in which the drop radius or film height is
significantly larger than the viscous penetration depth, that is,
the length over which the oscillation of the liquid molecules
arising from the acoustic excitation of the substrate decays,

(7)

δ
μ

πρ
∼

2

1 2

f

Ê
ËÁ

ˆ
¯̃

/

,

the inertia associated with the acoustic streaming of the fluid
can be assumed to be negligible, and hence the natural

resonant frequency of the drop or film is driven by acoustic
streaming arising from viscous drag. In this case, the natural
resonant frequency is the capillary-viscous resonant frequency,

(8)

f
Lc ∼

γ
μ

.

Qi et al. [51] then suggest that it is not necessary to apply the
questionable subharmonic frequency assumption first pro-
posed by Lang [54] and widely adopted by others to arrive at
Equation 6. Instead, it is sufficient to use the capillary vibra-
tion frequency given by Equation 8 directly in Kelvin’s equa-
tion, that is, Equation 5, to obtain a prediction for the
capillary wavelength and hence an estimate of the droplet
size. Their hypothesis is supported by the fact that a proper
assignment for the characteristic length scale is shown to
predict correctly the 1 -- 10 kHz order capillary vibration
frequencies measured (Figure 3) and the correct order of
magnitude agreement of the droplet sizes obtained from
Equations 3 and 5.

In hindsight, this result is not entirely surprising because it
is expected that a significant proportion of the acoustic energy
in the fluid is dissipated in the bulk by the viscosity of the
fluid and manifests as acoustic streaming. It is likely that the
subtlety in the subharmonic frequency assumption may have
been historically overlooked given the difficulties in accurately
measuring the vibration of capillary waves, especially at high
megahertz-order frequencies where the discrepancy is most
obvious. Until recently, most studies on capillary wave excita-
tion resulting from periodic vibration have been carried out at
kilohertz-order frequencies -- that the subharmonic frequen-
cies are then of the same order as the capillary-viscous reso-
nant frequencies may have led to the confusion and hence
the correct order of magnitude (although erroneous) predic-
tion for the droplet sizes using Equation 6. At high frequen-
cies, there is also some evidence to suggest that the droplet
sizes are independent of the excitation frequency [61].

There are other reasons to suggest why the subharmonic fre-
quency assumption may not be appropriate and why it fails to
predict the experimental measurements obtained for the capil-
lary vibration frequency data in Figure 3. The weakly nonlinear
theory invoked in [62-64] requires the assumption of infinitesi-
mally small amplitude oscillations, which is often invalidated
by the violent and large amplitude capillary wave oscillations
that lead to complete destabilization such that nebulization
ensues. Moreover, there is little obvious reason to believe that
the highly nonlinear effects associated with the acoustically
driven free surface phenomenon can be accurately described
by linear or weakly nonlinear theory.

Further, given the dispersive nature of capillary waves, it is
hard to accept that the free surface vibration is always excited
with a sharp subharmonic response regardless of the choice of
fluid and its physical properties (e.g., viscosity, surface tension
and density) [51]. This is also contrary to experimental data,
where considerable dependence of the viscosity and flow rate
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has been observed [57]. It should be mentioned that attempts
have been made to develop empirical correlations to predict
the droplet sizes that capture the dependence of these param-
eters (see, for example, [57,60]), although these arise from a
dimensional analysis and depend crucially on empirical fitting
parameters, thus lacking a rigorous physical and fundamental
basis. Despite claims otherwise, the agreement between these
predictions and experimental data is modest, at best.
From a scaling analysis of the axial capillary stress, it is pos-

sible to extend Equations 5 and 8 for a continuous liquid film,
giving rise to an expression for the droplet size that is depen-
dent on the film thickness [51]; further corrections for the
geometry, as required in [59], are therefore unnecessary. More-
over, as both film thickness and flow rate are interrelated [57],
the physical model in Qi et al.’s study [51] therefore captures
the effects of both liquid viscosity and flow rate absent in
Lang’s study [54]. In addition, the capillary-viscous resonant fre-
quency in Equation 8 also addresses the concern developed
that viscosity and surface tension are often considered in isola-
tion in the various droplet size correlations [57]. Nevertheless,
the limitation of experimental data to a specific high-frequency
system in [51] suggests that more careful measurements of the
capillary vibration frequency at lower frequencies commensu-
rate with ultrasound and with conventional ultrasonic vibra-
tion modes are required before their theory can be claimed
to be universal and conclusive; it should also be noted that
cavitation was not present in Qi et al.’s experiments.
The concept of a capillary-viscous resonant frequency such

as that given by Equation 8 may not be entirely obvious. As
both capillary and viscous stresses, taken in the usual context,
are generally stabilizing, there is no apparent destabilizing
stress present. However, in the case of ultrasonic nebulization,

it is simplistic to view the role of viscosity as solely damping
fluid motion and hence dissipating the instability. Instead,
the viscosity of the fluid also absorbs the acoustic energy,
which, in turn, can drive the bulk liquid recirculation associ-
ated with acoustic streaming that can induce the capillary
waves at the interface. It is therefore entirely possible that
the viscosity provides a nonlinear mechanism in which the
sharp narrowband high-frequency acoustic excitation is
modulated to produce a wide broadband response of the fluid
at lower frequencies.

3. Performance comparison between
nebulizers

In a recent review arising from a workshop on regulatory issues
pertaining to nebulizer technology, it was reported that ‘device
evaluation and comparison is not a trivial issue’ [66]. Further, it
was pointed out that both the nature of recent innovations in
nebulizer technology coupled with the way in which nebulizers
may be sold and used (i.e., in isolation or in combination with
a host of drug products) lead to significant complexities and
regulatory challenges in carrying out direct comparisons of dif-
ferent aerosol generation device types. Out of this there has
arisen widespread recognition that nebulizer performance test-
ing strategies require further effort to improve methodology
robustness and to ensure harmonization.

In this context, it is perhaps not surprising that although sev-
eral studies have reported comparison between the relative per-
formances of different nebulizers as well as between that of
nebulizers and portable inhalers, the findings that can be
drawn appear to be inconclusive. Understandably, such an
objective is complicated by the many and often interrelated
factors that affect nebulizer performance, not least the physico-
chemical properties of the drug and that of the associated
excipient to be administered [67,68], dose, fill volume and
concentration [26,69-71], respiratory flow rate [72,73], measure-
ment method (in vitro or in vivo) [26,74], in vitro aerosol collec-
tion and measurement method [70,75,76], ambient conditions
(e.g., relative humidity) [77] and environmental context (hospi-
tal or point-of-care; availability of trained respiratory therapists
to administer treatment) [21,78], as well as patient-related factors
such as breathing mode (nasal or oral) and pattern (tidal or
deep breathing; breath-holding) [67,79-81], severity of illness [21],
age group [35,82-84], and physiological profile (e.g., lung mor-
phology) [26,85,86]. Other patient factors such as gender and eth-
nicity as well as environmental and occupational exposure [87],
both past and present, could also be important, although their
effects have yet to be studied extensively. A systematic param-
eter study, wherein the effects of a parameter on the system’s
performance are examined in isolation to the other parameters,
therefore poses a significant challenge.

The authors have found, in addition, that it is difficult to
make any definitive statements about the performance of
generic classes of nebulizers (e.g., jet nebulizers as opposed
to ultrasonic nebulizers), or different commercial nebulizer
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Figure 3. Capillary vibration amplitude and frequency of a
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types in the same class, as each nebulizer type differs widely in
design; this was also the conclusion of other researchers -- see,
for example, Katial et al. [70]. For example, whereas some have
found that more efficient delivery could be obtained with
ultrasonic nebulizers [71], there are other reports that suggest
otherwise (see, for example, [88,89]). Further, even a compari-
son between a single type of commercial nebulizer could
pose difficulties owing to production variability [90]. Consid-
erable variability has also been found in lung deposition meas-
urements owing to normal tidal breathing inhalation in
healthy patients using the same nebulizer. This was attributed
to variability in breathing patterns, the variability being exac-
erbated further with the acuteness of the disease owing to the
increasing airway obstruction [67].

Several in vivo studies, both in animals and humans, have
also been carried out to assess the performance of ultrasonic
nebulizers (see, for example, [8,21,72,89,91-96]). A distinction
between animal and human testing must be made as the cor-
relation between results obtained from in vitro and in vivo
studies remain tenuous, at best. For example, Le Brun et al.
observed that the variations in the performance between
jet and ultrasonic nebulizers were not apparent in two clini-
cal studies conducted separately [97-99]. It is therefore
important that in vivo studies are conducted to account for
patient factors before a specific nebulizer is recommended
or adopted clinically [26]. Although these studies are ideally
performed in the human target population, animal models
play an important role for detailed optimization and mecha-
nistic studies, and need to be selected carefully for their
translational potential [91,92,100].

There are also other issues regarding study design parameters
that complicate comparisons further. For example, when com-
parisons are carried out, it is common (and widely accepted,
though without adequate justification) to compare the perform-
ances based on equal drug doses regardless of the dosage form or
delivery route. Kisch and Paloucek [21], however, argue that,
given the wide range of effective dose and dose frequencies, it
is perhaps more pertinent to adopt the relief of acute symptoms
as the measurement (primarily for bronchodilators), with the
total dose and time required to achieve symptom relief and res-
toration of regular pulmonary function as milestones. Temper-
ature differences can also affect results drastically, although this
could be exploited to alter the nebulization rate through the
incorporation of temperature control measures such as a heat
sink [87]. Given the tendency of acoustic energy dissipation to
heat the liquid, the increase in temperature could result in con-
centration of the drug solution, which, in turn, could lead to an
increase in the osmolality and hence the potential for denatur-
ing of the drug [93]. Changes in osmolality can also trigger
coughing or bronchoconstriction in patients [94]. Nevertheless,
the concentration effect was not always observed [70]. Thus,
Steckel and Eskandar [93] suggest that in addition to tempera-
ture and concentration effects, the nebulization period should
also be taken into account when comparing the performance
of nebulizers.

For the reasons discussed above, the authors will refrain
from making specific and direct comparisons between:

. portable inhalers and ultrasonic nebulizers,

. different types of nebulizers, and,

. different commercial ultrasonic nebulizers.

The authors believe it to be more appropriate to assess their
relative performance on a specific case-by-case basis for the rel-
evant conditions and context. Nevertheless, an attempt will be
made to summarize the generic advantages and limitations of
ultrasonic nebulizers.

Perhaps the most significant advantage of ultrasonic nebu-
lizers, although this has yet to be exploited fully in the current
line-up of commercial devices available, is that they afford the
possibility for tuning the administered dose because they are
not breath-actuated (the aerosolization process is independent
of the patient’s breathing) and hence this arguably simplifies
the breath training required for proper use. The ability to
incorporate electronic control to adjust the droplet size (and
hence the target deposition region), nebulization rate, total
dose and spray pattern (with appropriate geometry design in
the piezoelectric substrate [57]) offers considerable flexibility
for obtaining equivalent drug efficacy across a wide variation
of breathing patterns (e.g., one of the main advantages of
ultrasonic nebulizers is that they can be used under relaxed
tidal breathing conditions [3]) in a real physiological environ-
ment as well as for providing a means to tailor the device to a
specific patient profile.

Such possibilities for control inherent in ultrasonic nebuliz-
ers can be exploited further to achieve other pharmacokinetic
and pharmacodynamic outcomes; for example, it is possible
to time the actuation and termination of the device to coin-
cide with the onset of the inhalation and exhalation process,
respectively (see Section 4) [87]. Furthermore, ultrasonic nebu-
lization does not lead to as much evaporation compared with
jet nebulizers (which occurs during recycling of the liquid
from the baffle), resulting in less drug wastage from concen-
tration effects, and hence ensuring more consistent drug
doses [88]. The lower droplet ejection velocities generated, in
addition, do not give rise to as much splashing during inertial
impaction as jet nebulizers, which is a significant reason for
lung deposition inefficiency [57].

Ultrasonic nebulizers also have been argued to be capable of
producing smaller droplets (especially at higher frequencies)
and more uniform droplet size distributions (through control
of the applied frequency and/or use of a mesh) than jet nebu-
lizers and can be adopted for drug formulations that may not
be suitable for delivery with inhalers [57]. Recent developments
in the fabrication of high-frequency transducers leading to
their reduction in size have also increased the attraction of
silent, simple-to-use ultrasonic nebulizers for portable con-
sumer applications [95]. A limitation with smaller devices,
however, is the reduction in the aerosol production rate,
which is proportional to the surface area of the substrate.
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Unfortunately, ultrasonic nebulizers, in general, also suffer
from some other limitations. Most conventional systems tend
to be large and cumbersome to use, have difficulty in the aero-
solization of suspensions [96,101], and are too primitive in
design to permit any real degree of dose control. Microne-
bulizers (to be discussed more specifically in Section 4),
which allow for portability, on the other hand, require
nozzles, orifices or meshes for droplet production (see, for
example, [95,102]), and hence involve intricate micro- and
nanofabrication procedures, which drives up cost and com-
plexity considerably. In addition, they are prone to clogging
owing to solute precipitation and have to be either regularly
cleaned or replaced. As these ancillary surfaces are directly
involved in the droplet production process, careful cleaning
is also necessary to avoid the possibility of inhaling bacteria,
which results in increased risks of respiratory infections [87].
In addition, heat is usually generated in ultrasonic nebulizers,
which could lead to the denaturing of biomolecules and ther-
molabile formulations, odor changes in the case of antibiotics,
and concentration effects, which have a direct effect on the
quality of droplet production and dose administration.
In terms of cost, nebulizers can be developed and used for

specific applications such that costs are comparable to or
even cheaper than MDIs, but other issues associated with insti-
tutional budgets and governmental policies may factor into the
decision of technology implementation in hospitals and health-
care service providers [21]. Although jet nebulizers may, as a sin-
gle unit, cost less than an ultrasonic nebulizer, the need for
pressurized air sources, which are both costly to install as well
as to maintain, means that they are only cost-effective in hospi-
tal settings. The rapidly reducing costs of fabricating ultrasonic
transducers at the microscale by exploiting the economies of
scale associated with large-scale photolithographic processes
may therefore mean that miniaturized ultrasonic nebulizers
could become a cost-effective portable device of choice for
point-of-care pulmonary drug delivery. The issue of cost is,
however, highly complex, and should be considered specifically
on a case-by-case basis.
In any case, the nebulizer--drug--patient interface is a criti-

cal issue for commercial development, and has arguably
been a neglected area in terms of regulation. The complexities
discussed above, in terms of a strict comparison of devices,
reflect this. A recent review has highlighted such issues and
has outlined a recent focus in efforts to harmonize standards
and development guidelines at a global level in this area [66].

4. Next-generation advanced ultrasonic
nebulizers

Conventional ultrasonic nebulizers generally use either
Langevin transducers (vibration along the length of the trans-
ducer in thickness-extension mode), sandwiched between a
support and a horn over which the liquid flows and is hence
atomized, or single lead zirconium titanate piston (in-phase
thickness mode vibration across the entire transducer surface)

atomizers [51]. These nebulizers have traditionally been rela-
tively inefficient, often requiring tens of watts of power and
hence a fairly large power source. There is also some evidence
that heating could lead to the denaturing of the drug
molecules. Cavitation can also lead to similar molecular
damage -- to avoid cavitation, it is necessary to reduce the
power or to operate at higher frequencies where the power
required to induce cavitation is lower than that required for
the onset of nebulization. Nevertheless, ultrasonic nebulizers
are typically limited by a maximum frequency of ~ 3 MHz
owing to the resonance modes and limitations of the piezo-
electric crystal [103]. In addition, ultrasonic nebulizers have
been found to be less efficient for use with drug suspensions
and viscous solutions [104]. This is primarily because of the
large amounts of energy dissipated, associated with the
increase in the effective viscosity in the case of suspensions;
as a result of the inefficiency, the power requirement is large,
and the heating that occurs as a consequence could potentially
lead to denaturing of the drug. Further, Kisch and Palou-
cek [21] have also found that there is little advantage of such
nebulizers over portable inhalers in the treatment of patients
with acute respiratory diseases. Consequently, the popularity
of ultrasonic nebulizers has been in decline in recent
years [104].

The next generation of new advanced ultrasonic nebulizers,
however, could potentially reverse this trend, or, at the very
least, offer new perspectives for local and systemic drug deliv-
ery [105]. A promising approach uses a vibrating perforated
mesh or array of micro-orifices (Figure 4) [99,105,106], which
originated from the concept of a single vibrating orifice pro-
posed by Berglund and Liu [107], better known as the vibrating
orifice aerosol generator. These nebulizers use the same piezo-
electric element as conventional ultrasonic nebulizers but the
vibration is applied to the mesh or orifice array. Vibrating
mesh nebulizers are reported to provide a more uniform drop-
let size defined by the dimension of the orifices without sub-
jecting the drug to the large shear stresses and temperature
increases common with conventional nebulizers [106]. Given
the narrower droplet size distributions produced, baffles are
not required, and hence residual drug loss is minimized.
With the higher doses administered, patient compliance is
then improved owing to shorter nebulization times [104]. These
battery-powered devices can also be made relatively compact
and can operate quite silently. A severe limitation, however,
is that the meshes require careful cleaning to avoid the clogging
of the orifices; the large surface area of the orifice array also
poses some problems with bacterial contamination if they are
not thoroughly cleaned [104]. The complex fabrication required
for the laser-assisted drilling of the mesh orifices also adds
significantly to the cost of manufacturing these devices, which
has to be justified through improved pharmacokinetic and
pharmacodynamic outcomes as well as patient compliance.

Adaptive delivery devices (the term ‘Adaptive Aerosol
Delivery’ [AAD�] has been used by Philips Respironics to
refer to a specific approach [108], although the term adaptive
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delivery is used more generically in the present context) have
also been developed to deliver precise amounts of drug to a
patient so as to minimize the amount of drug wasted during
exhalation, which, in conventional nebulizers, is primarily
due to constant aerosol delivery, thereby subjecting the effi-
ciency of the drug inhalation to the patient’s breathing pat-
tern [108]. Adaptive devices therefore vary the delivery
according to the patient’s breathing pattern with the use of
advanced in-built sensors to monitor the inhalation of the
patient over a sequence. This information is coupled to an
electronic control system to synchronize the pulsed release of
the aerosol with the patient’s inspiration such that the aerosol
generation is subsequently terminated after the first half of the
next inspiratory maneuver of the patient. Some nebulizers,
independent of the mechanism (i.e., jet or ultrasonic) by
which the aerosols are generated, have incorporated such tech-
nology; there are claims (see [108] and references therein) that
adaptive nebulizers have been able to achieve greater lung
deposition than conventional nebulizers.

More recently, a new miniature ultrasonic nebulization
platform for pulmonary drug delivery based on SAWs has
been developed [109]. SAWs are nanometer-order amplitude
sound waves that propagate on the surface of a piezoelectric
single crystal substrate. Unlike conventional ultrasound
where the sound waves propagate through the entire bulk of
a medium, most of the acoustic energy associated with the
SAW is confined to a localized region three to four wavelengths
thick (devices driven at 10 MHz frequencies have typical wave-
lengths on the order of 100 µm) along the substrate surface until
the surface comes into contact with the liquid, at which point
the acoustic energy refracts into the liquid, as depicted in the
top image in Figure 5 [110,111]. The SAW is therefore an extre-
mely efficient energy transfer mechanism from the piezoelectric
crystal to the fluid. In fact, it is possible sufficiently to destabilize
the liquid interface to generate nebulization at ~ 1 W of power,

which is at least one order of magnitude smaller than that
required with conventional ultrasonic nebulizers. The low
power requirement therefore allows the device to be miniatur-
ized for portable, battery-powered use, as shown in the bottom
images in Figure 5.

The SAW technology demonstrates considerable promise.
Preliminary results using a standard twin stage impinger
in vitro test report stage two deposition in the region of
70 -- 80% of the emitted dose without requiring nozzles or
orifices [109]. Moreover, the high frequencies typically used
(> 10 MHz) and low power required ensure that no cavitation
occurs in the fluid -- recent tests with the SAW have shown
almost negligible denaturation of proteins or biomolecules
during nebulization [112]. It has also been shown that there is
little damage to the viability as well as proliferation and differ-
entiation capabilities of mesenchymal stem cells by the acous-
tic irradiation arising from the SAW [113]. The dose can also
be tuned to specific individual requirements [114], and the
advanced electronic detection and control for adaptive
delivery could be incorporated into such a generic platform.

This new droplet synthesis technology has been discussed
in the context of a potential new portable nebulizer system,
but the technology is also applicable for use in the category
of the unit-dose portable non-pressurized MDI market. In
that case, a single metered volume of liquid would be nebu-
lized such that it is coordinated with the single breath of
a patient, albeit with a much lower dose range. Another
significant possibility with the SAW device is its ability to
rapidly synthesize nanoparticles comprising biodegradable
polymeric excipients and to encapsulate therapeutic drug
molecules within the polymer nanoparticles through a simple
one-step procedure without requiring the cumbersome
laboratory-based techniques associated with nanoparticle pro-
duction methods that are available at present [115-117]. The
SAW nebulizer platform therefore provides an enabling tech-
nology for in situ simultaneous nanoparticle carrier synthesis,
drug encapsulation and pulmonary delivery in a portable
palm-sized device.

5. Conclusions

Much has been made about the possibility of a generic device
that has the ability to deliver universally an idealized aerosol
distribution of any drug to any patient. However, it should
be recalled that every patient’s respiratory physiology is
unique and is dependent on the disease state and inhalation
profile. Consequently, different aerosol size distributions
may be needed as treatment may dictate deposition at differ-
ent sites in the lung. Moreover, the aerosol characteristics
are governed by the physical properties of the specific drug
to be administered (see Section 2.2). Arguably, therefore,
such a ‘universal’ device does not exist. Instead, what is
required is a personalized delivery system that is capable of deliv-
ering a dose specifically for a particular patient’s physiological
make-up and needs.

Orifice

Vibrating
plate/mesh

Aerosol

Drug solution

Figure 4. Schematic illustration of a vibrating mesh

nebulizer (after [105]).
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Despite the limitations associated with ultrasonic nebulizers,
therefore, there are perceived advantages of this technology
over unit-dose or multi-unit-dose portable inhalers or tradi-
tional jet nebulizers, particularly in their practical ability to
adapt aerosol delivery to the breathing patterns of specific indi-
viduals through simpler and more precise electronic signal
control rather than air pump control, as well as their potential
flexibility to tune dosing to the specific requirements of indi-
vidual patient profiles. These arguably warrant further evalua-
tion of their use in both clinical and point-of-care settings,
especially the advanced ultrasonic nebulizer technologies dis-
cussed in Section 4. Caution has to be exercised, however,
when carrying out a comparison of these devices, or any device
for that matter, with other devices or technologies, as there is a
large number of complex and often interrelated factors arising

from the device and formulation itself, the limitations of cur-
rent nebulizer test methods, and the matching of devices to
specific patient groups and their environmental context (see
Section 3). These significantly complicate the evaluation to a
point where generic statements about the superiority of one
device over another cannot be made. Conclusions derived
from comparative evaluations should therefore be specific
and limited to individual cases without being loosely extrapo-
lated to other systems and contexts. Device selection should be
based on careful examination of all the above-mentioned
factors affecting the efficacy of delivery. In the end, however,
the decision for the implementation of a particular technology
over others, at least for the average patient, may simply be
down to factors such as cost, simplicity in the administration
technique, ease-of-use, and smart, convenient design [118].

SAW propagation

Air

Streaming

Capillary wave

Atomized droplets

Particle

SAW propagation

LiNbO3 wafer

Fluid drop

θr

Figure 5. Ultrasonic nebulization using a SAW nebulization device (after [51,109]). The top image shows a schematic depiction

of the fluid-structural coupling that arises from the SAW as it propagates along the piezoelectric substrate with a sessile drop

placed atop the substrate. The efficient transfer of acoustic energy into the drop generates strong fluid streaming

(recirculation) and rapid interfacial destabilization, which results in the generation of micrometer-sized aerosol droplets. The

bottom images show the piezoelectric substrate on which the SAW is generated (left) and the portable battery-powered

circuit used to provide the electrical input to generate the SAW (right).
SAW: Surface acoustic wave.
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6. Expert opinion

A survey of the literature so far reveals that although a significant
number of attempts have been made to compare the perfor-
mance of inhalation therapy platforms, there remains wide var-
iability in intra-platform comparisons (i.e., comparisons
between MDIs, DPIs and nebulizers) as well as intra-nebulizer
comparisons (i.e., comparisons between different nebulizer
types, for example, jet and ultrasonic nebulizers). It is the
authors’ opinion that generic conclusions derived from such
tests, for example, generalized statements such as ‘ultrasonic
nebulization is no more effective than jet nebulization’, are
unhelpful and often misleading, even if the assessments were
carried out for specific drugs and patient age groups. There
are simply many other factors, both device and patient-related,
which are variable, which make a generalized conclusive state-
ment too simplistic. This is compounded by the fact that the
term ultrasonic nebulization covers a wide range of devices
that could differ widely in terms of the fundamental aerosol-
generating mechanism, resulting in widely different performan-
ces. Moreover, even tests on the same nebulizer device can yield
very different results owing to variations inherent in current test
practice as well as those at the device production stage. The
appropriate delivery technology must therefore be selected
within the context of a specific patient condition and profile,
the formulation to be administered, and other factors, which
can be determined only by specific in vitro tests carried out
under those particular conditions and subsequent in vivo and
clinical evaluations and comparisons.

The concept of matching the choice of the delivery platform
to specific patient conditions and profiles can be extrapolated
further to tailor the chosen device to deliver optimum efficacy
for an individual patient’s requirements. Indeed, the authors
envisage a potential future in which personalized drug delivery
becomes the norm. This is where advanced ultrasonic nebulizer
platforms possess a distinct advantage over most other compet-
ing technologies -- their ability to be adaptively tuned to
administer a specific dose (by varying the aerosol size distribu-
tion and aerosol generation rate, or through coordination with
respiratory maneuver, etc.) according to the patient’s particular
requirement at a given instance, without requiring considerable
training in its use. The authors therefore anticipate a resurgence
in the development and subsequent adoption of advanced

ultrasonic nebulizers with integrated adaptive sensing and elec-
tronic control. The surface acoustic wave nebulization platform
is potentially one such candidate.

History has, nevertheless, demonstrated that advanced tech-
nologies and delivery efficiency may not result in successful
commercialization and uptake of the technology. Instead, the
success stories seem to suggest that it is device simplicity, in
terms of its cost, ease of use, as well as design (lightweight,
portable, silent, convenient, attractive aesthetics, etc.), that
determines to some extent whether or not a technology is
widely adopted. If the advanced computer-aided industrial
design and intelligent electronics that have revolutionized smart
personal data assistant (PDA) phone technology together with
the possibility of miniaturization through advances in micro-
fluidic technology can be exploited synergistically in the design
of advanced ultrasonic nebulizers, there might be a significant
chance of a wave of state-of-the-art devices replacing the
current conventional portable inhaler technologies that have
become commonplace in today’s society.

Little yet, however, is understood about the fundamental
mechanisms that govern the physicochemical hydrodynamics
associated with the interfacial destabilization and nebulization
process. Decades of research have so far failed to satisfactorily
produce a coherent theory for ultrasonic nebulization let alone
address the controversies and debate that have arisen. Further
efforts to fundamentally examine and understand the com-
plex physics associated with the underlying processes that
lead to nebulization are therefore urgently required before
further significant progress in the developments of advanced
nebulization technology can be achieved.
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Physical mechanism of the acoustic

atomization of a liquid. Sov Phys Acoust

1969;15:14-21

45. Flament MP, Leterme P, Gayot A. Study

of the technological parameters of

ultrasonic nebulization. Drug Dev

Ind Pharm 2001;27:643-9

46. Faraday M. On a peculiar class of

acoustical figures and on certain forms

assumed by groups of particles upon

vibrating elastic surfaces. Philos Trans R

Soc London 1831;121:299-340

47. Kelvin WT. Hydrokinetic solutions and

observations. Philos Mag 1871;42:362-77

48. Rayleigh B. On the crispations of fluid

resting upon a vibrating support.

Philos Mag 1883;16:50-58

49. Yule AJ, Al-Suleimani Y. On droplet

formation from capillary waves on a

vibrating surface. Proc R Soc London Ser

A 2000;456:1069-85

50. James AJ, Vukasinovic B, Smith MK,

Glezer A. Vibration-induced drop

atomization and bursting. J Fluid Mech

2003;476:1-28

51. Qi A, Yeo LY, Friend JR. Interfacial

destabilization and atomization driven by

surface acoustic waves. Phys Fluids

2008;20:074103

52. Eisenmenger W. Dynamic properties of

the surface tension of water and aqueous

solutions of surface active agents with

standing capillary waves in the frequency

range from 10 Kc/S to 1.5 Mc/S.

Acustica 1959;9:327-40

53. Barreras F, Amaveda H, Lozano A.

Transient high-frequency ultrasonic

water atomization. Exp Fluids

2002;33:405-13

54. Lang RJ. Ultrasonic atomization

of liquids. J Acoust Soc Am

1962;34:6-8

55. Fogler HS, Timmerhaus KD. Ultrasonic

atomization studies. J Acoust Soc Am

1966;39:515-8

56. Topp MN. Ultrasonic atomization--a

photographic study of the mechanism of

disintegration. J Aerosol Sci

1973;4:17-25

57. Rajan R, Pandit AB. Correlations to

predict droplet size in ultrasonic

atomisation. Ultrasonics 2001;39:235-55

58. Kurosawa M, Futami A, Higuchi T.

Characteristics of liquids atomization

using surface acoustic wave. Proceedings

of international conference on solid-state

sensors and actuators (Transducers ’97).

Chicago, USA; 1997. p. 801-804

59. Peskin RL, Raco RJ. Ultrasonic

atomization of liquids. J Acoust Soc Am

1963;35:1378-81

60. Mccallion ONM, Taylor KMG,

Thomas M, Taylor AJ. Nebulization of

fluids of different physicochemical

properties with air-jet and ultrasonic

nebulizers. Pharm Res 1995;12:1682-8

61. Tarr MA, Zhu G, Browner RF.

Fundamental aerosol studies with an

ultrasonic nebulizer. Appl Spectrosc

1991;45:1424-32

62. Benjamin TB, Ursell F. The stability of

the plane free surface of a liquid in

vertical periodic motion. Proc R Soc

London Ser A 1954 225:505-15

63. Miles JW. Nonlinear Faraday resonance.

J Fluid Mech 1984;146:285-302

64. Miles J, Henderson D. Parametrically

forced surface waves. Annu Rev

Fluid Mech 1990;2:143-65

65. Forde G, Williamson T, Friend J.

Straightforward biodegradable

nanoparticle generation through

megahertz-order ultrasonic atomization.

Appl Phys Lett 2006;89:064105

66. Morton DA, Jeffreys D, Ziegler L,

Zanen P. Workshop on devices: regional

issues surrounding regulatory

requirements for nebulizers. Proceedings

of respiratory drug delivery (RDD).

Europe, Lisbon, Portugal;

2009. p. 129-148

67. Hardy JG, Newman SP, Knoch M. Lung

deposition from four nebulizers.

Respir Med 1993;87:461-5

68. Diot P, et al. Aerosols and anti-infectious

agents. J Aerosol Med 2001;14:55-64

69. Malone RA, Hollie MC,

Glynn-Barnhart A, Nelson HS. Optimal

duration of nebulized albuterol therapy.

Chest 1993;104:1114-8

70. Katial RK, Reisner C, Buchmeier A,

et al. Comparison of three commercial

ultrasonic nebulizers. Ann Allergy

Asthma Immunol 2000;84:255-61

71. O’Doherty M, Thomas SHL, Page C,

et al. Delivery of a nebulised aerosol to a

lung model during mechanical

ventilation. Am Rev Respir Dis

1992;146:383-8

72. Pedersen KM, Handlos VN, Heslet L,

Kristensen HG. Factors influencing the

in vitro deposition of tobramycin aerosol:

a comparison of an ultrasonic nebulizer

and a high-frequency vibrating mesh

nebulizer. J Aerosol Med

2006;19:175-83

73. Mercer TT. Production of therapeutic

aerosols. Principles and techniques. Chest

1981;80:813-8

74. Copley M. Nebulizer testing. In:

Inhalation. CSC publishing, St Paul,

MN; 2008. p. 31-34

75. Thomas S, O’Doherty M, Page C,

Nunan T. Variability in the

measurement of nebulized aerosol

deposition in man. Clin Sci

1991;81:767-75

76. Chinn S, Britton JR, Burney PG, et al.

Estimation and repeatability of the

response of inhaled histamine in a

community survey. Thorax

1987;42:45-52

77. Prokop RM, Finlay WH, Stapleton KW,

Zuberbuhler P. The effect of ambient

relative humidity on regional dosages

delivered by a jet nebulizer.

J Aerosol Med 1995;8:363-72

78. Williams L, Fletcher GC, Daniel M,

Kinsella J. A simple in vitro method

for the evaluation of an ultrasonic

nebulizer for drug delivery to intubated,

ventilated patients and the effect of

nebulizer and ventilator settings on the

uptake of fluid from the nebulizer

chamber. Eur J Anaesthesiol

1999;16:479-84

79. Everard ML, Hardy JG, Milner AD.

Comparison of nebulised aerosol

deposition in the lungs of healthy adults

following oral and nasal inhalation.

Thorax 1993;48:1045-6

80. Bennett WD. Human variation in

spontaneous breathing deposition

fraction: a review. J Aerosol Med

1988;1:67-80

Yeo, Friend, McIntosh, Meeusen & Morton

Expert Opin. Drug Deliv. (2010) 7(6) 677

E
xp

er
t O

pi
n.

 D
ru

g 
D

el
iv

. D
ow

nl
oa

de
d 

fr
om

 in
fo

rm
ah

ea
lth

ca
re

.c
om

 b
y 

T
he

 L
ib

ra
ry

 o
n 

05
/2

2/
10

Fo
r 

pe
rs

on
al

 u
se

 o
nl

y.



81. Anderson SD. Bronchial challenge by

ultrasonically nebulized aerosols.

Clin Rev Allergy 1985;3:427-39

82. Berger WE. Paediatric pulmonary drug

delivery: considerations in asthma

treatment. Expert Opin Drug Deliv

2005;2:965-80

83. Fok TF, Lam K, Ng PC, et al.

Delivery of salbutamol to nonventilated

preterm infants by metered-dose inhaler,

jet nebulizer, and ultrasonic nebulizer.

Eur Resp J 1998;12:159-64

84. Nakanishi AK, Lamb BM, Foster C,

Rubin BK. Ultrasonic nebulization of

albuterol is no more effective than jet

nebulization for the treatment of acute

asthma in children. Chest

1997;111:1505-8

85. Heyder J, Gebhart J, Scheuch G.

Influence of human lung morphology on

particle deposition. J Aerosol Med

1988;1:81-8

86. Smith AL, Ramsey B. Aerosol

administration of antibiotics. Respiration

1995;62:19-24

87. Dalby R, Suman J. Inhalation therapy:

technological milestones in asthma

treatment. Adv Drug Del Rev

2003;55:779-91

88. Dennis JH, Hendrick DJ. Design

characteristics for drug nebulizers. J Med

Eng Technol 1992;16:63-8

89. Fok TF, Al-Essa M, Monkman S, et al.

Pulmonary deposition of salbutamol

aerosol delivered by metered dose

inhaler, jet nebulizer, and ultrasonic

nebulizer in mechanically

ventilated rabbits. Pediatr Res

1997;42:721-7

90. Finlay WH, Stapleton KW,

Zuberbuhler P. Variations in predicted

regional lung deposition of salbutamol

sulphate between 19 nebulizer types.

J Aerosol Med 1998;11:65-80

91. Cryana S-A, Sivadas N,

Garcia-Conteras L. In vivo animal

models for drug delivery across the lung

mucosal barrier. Adv Drug Del Rev

2007;59:1133-51

92. Meeusen EN, Snibson KJ, Hirst SJ,

Bischof RJ. Sheep as a model species for

the study and treatment of human

asthma and other respiratory diseases.

Drug Discov Today Dis Models

2010 DOI:10.1016/

j.ddmod.2009.1012.1002

93. Steckel H, Eskandar F. Factors affecting

aerosol performance during nebulization

with jet and ultrasonic nebulizers. Eur J

Pharm Sci 2003;19:443-55

94. Weber A, Morlin G, Cohen M, et al.

Effect of nebulizer type and antibiotic

concentration on device performance.

Pediatr Pulmonol 1997;23:249-60

95. Shen S-C, Wang Y-J, Chen Y-Y.

Design and fabrication of medical

micro-nebulizer. Sens Actuators A

2008;144:135-43

96. Nikander K, Turpeinen M, Wollmer P.

The conventional ultrasonic nebulizer

proved inefficient in nebulizing a

suspension. J Aerosol Med

1999;12:47-53

97. Le Brun PPH, De Boer AH,

Gjaltema D, et al. Inhalation of

tobramycin in cystic fibrosis: part 1: the

choice of a nebulizer. Int J Pharm

1999 189:205-14

98. Le Brun PPH, De Boer AH,

Gjaltema D, et al. Inhalation of

tobramycin in cystic fibrosis: part 2:

optimization of the tobramycin solution

for a jet and an ultrasonic nebulizer.

Int J Pharm 1999;189:215-25

99. Touw DJ, Jacobs FA, Brimicombe RW,

et al. Pharmacokinetics of aerosolized

tobramycin in adult patients with cystic

fibrosis. Antimicrob Agents Chemother

1997;41:184-7

100. Fernandes CA, Vanbever R. Preclinical

models for pulmonary drug delivery.

Expert Opin Drug Deliv 2009;6:1231-45

101. Terzano C, Allegra L. Importance of

drug delivery system in steroid aerosol

therapy via nebulizer.

Pulm Pharmacol Ther

2002;15:449-54

102. Maehara N, Ueha S, Mori E. Influence

of the vibrating system of a

multipinhole-plate ultrasonic nebulizer

on its performance. Rev Sci Instrum

1986;57:2870-6

103. Biskos G, Vons V, Yurteri CU,

Schmidt-Ott A. Generation and sizing of

particles for aerosol-based

nanotechnology.

KONA Powder Particle J

2008;26:13-35

104. Newman SP. Aerosols. In: Laurent GJ,

Shapiro SD, editors, Encyclopedia of

respiratory medicine. Elsevier,

Amsterdam; 2006

105. Knoch M, Keller M. The customised

electronic nebuliser: a new category of

liquid aerosol drug delivery systems.

Expert Opin Drug Deliv 2005;2:377-90

106. Lass JS, Sant A, Knoch M. New

advances in aerosolised drug delivery:

vibrating membrane nebuliser

technology. Expert Opin Drug Deliv

2006;3:693-702

107. Berglund RN, Liu BYH. Generation of

monodisperse aerosol standards.

Environ Sci Technol 1973;7:147-53

108. Denyer J, Nikander K, Smith NJ.

Adaptive aerosol delivery (AAD�)

technology. Expert Opin Drug Deliv

2004;1:165-76

109. Qi A, Friend JR, Yeo LY, et al.

Miniature inhalation therapy platform

using surface acoustic wave microfluidic

atomization. Lab Chip 2009;9:2184-93

110. Yeo LY, Friend JR. Ultrafast

microfluidics using surface acoustic

waves. Biomicrofluidics 2009;3:012002

111. Alvarez M, Friend JR, Yeo LY. Surface

vibration induced spatial ordering of

periodic polymer patterns on a substrate.

Langmuir 2008;24:10629-32

112. Qi A, Yeo L, Friend J, Ho J. The

extraction of liquid, protein molecules

and yeast cells from paper through

surface acoustic wave atomization.

Lab Chip 2010;10:470-6

113. Li H, Friend J, Yeo L, et al. Effect of

surface acoustic waves on the viability,

proliferation and differentiation of

primary osteoblast-like cells.

Biomicrofluidics 2009;3:034102

114. Fink JB. Aerosol device selection:

evidence to practice. Respir Care

2000;45:874-85

115. Alvarez M, Friend J, Yeo LY. Rapid

generation of protein aerosols and

nanoparticles via surface acoustic wave

atomization. Nanotechnology

2008;19:455103

116. Alvarez M, Yeo LY, Friend JR,

Jamriska M. Rapid production of

protein-loaded biodegradable

microparticles using surface acoustic

waves. Biomicrofluidics 2009;3:014102

117. Friend JR, Yeo LY, Arifin DR,

Mechler A. Evaporative self-assembly

assisted synthesis of polymeric

nanoparticles by surface acoustic wave

atomization. Nanotechnology

2008;19:145301

Ultrasonic nebulization platforms for pulmonary drug delivery

678 Expert Opin. Drug Deliv. (2010) 7(6)

E
xp

er
t O

pi
n.

 D
ru

g 
D

el
iv

. D
ow

nl
oa

de
d 

fr
om

 in
fo

rm
ah

ea
lth

ca
re

.c
om

 b
y 

T
he

 L
ib

ra
ry

 o
n 

05
/2

2/
10

Fo
r 

pe
rs

on
al

 u
se

 o
nl

y.



118. Pedersen S. Inhalers and nebulizers:

which to choose and why. Respir Med

1996;90:69-77

119. Boulton-Stone JM, Blake JR.

Gas bubbles bursting at a free surface.

J Fluid Mech 1993;254:437-66

Affiliation
Leslie Y Yeo†1, James R Friend1,

Michelle P McIntosh2, Els NT Meeusen3 &

David AV Morton2

†Author for correspondence
1Monash University,

Department of Mechanical and

Aerospace Engineering,

Micro/Nanophysics Research Laboratory,

Clayton, VIC 3800, Australia

Tel: +61 39905 3834; Fax: +61 39905 4943;

E-mail: leslie.yeo@eng.monash.edu.au
2Monash University,

Monash Institute of Pharmaceutical Sciences,

381 Royal Parade, Parkville,

VIC 3052, Australia
3Monash University,

School of Biomedical Sciences,

Biotechnology Research Laboratories,

Clayton, VIC 3800, Australia

Yeo, Friend, McIntosh, Meeusen & Morton

Expert Opin. Drug Deliv. (2010) 7(6) 679

E
xp

er
t O

pi
n.

 D
ru

g 
D

el
iv

. D
ow

nl
oa

de
d 

fr
om

 in
fo

rm
ah

ea
lth

ca
re

.c
om

 b
y 

T
he

 L
ib

ra
ry

 o
n 

05
/2

2/
10

Fo
r 

pe
rs

on
al

 u
se

 o
nl

y.


