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Nebulizers have considerable advantages over conventional inhalers for pulmonary

drug administration, particularly because they do not require coordinated breath

actuation to generate and deliver the aerosols. Nevertheless, besides being less

amenable to miniaturization and hence portability, some nebulizers are prone to

denature macromolecular drugs due to the large forces generated during

aerosolization. Here, we demonstrate a novel portable acoustomicrofluidic device

capable of nebulizing epidermal growth factor receptor (EGFR) monoclonal

antibodies into a fine aerosol mist with a mass median aerodynamic diameter of

approximately 1.1 lm, optimal for deep lung deposition via inhalation. The nebulized

monoclonal antibodies were tested for their stability, immunoactivity, and

pharmacological properties, which confirmed that nebulization did not cause

significant degradation of the antibody. In particular, flow cytometry demonstrated

that the antigen binding capability of the antibody is retained and able to reduce

phosphorylation in cells overexpressing the EGFR, indicating that the aerosols

generated by the device were loaded with stable and active monoclonal antibodies.

The delivery of antibodies via inhalation, particularly for the treatment of lung cancer,

is thus expected to enhance the efficacy of this protein therapeutic by increasing the

local concentration where they are needed. VC 2015 AIP Publishing LLC.

[http://dx.doi.org/10.1063/1.4917181]

INTRODUCTION

The lung presents an attractive target for therapeutic administration, offering a vast network

of blood vessels for systemic delivery, while itself serving as a local target for lung diseases

including lung cancer, cystic fibrosis, asthma, and tuberculosis.1 While small molecular weight

drugs have routinely been delivered by inhalation with high bioavailability and rapid action,1

pulmonary delivery of macromolecules, including therapeutic nucleic acids,2,3 peptides, and

proteins,4,5 is increasingly gaining interest stemming from encouraging results with delivering

human growth hormone (�22 kDa) and insulin (5.7 kDa).6 Inhalation thus provides a tremen-

dous opportunity for the needle-free delivery of these macromolecules, potentially increasing

the bioavailability of the therapeutic, particularly if the target organ is the lung.

Common devices used for respiratory delivery include nebulizers, metered-dose inhalers, and

dry powder inhalers.7–9 Nebulizers, in particular, have many advantages over metered-dose and

dry powder inhalers. Their active aerosolization mechanism, which involves an external energy

source, not only obviates the necessity for hand–breath coordination—the main source of patient
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misuse and poor compliance, especially among juvenile and elderly patients—and the reason for

requiring training on correct use but also allows the possibility for tuning the delivery to account

for variation in the patient’s physiological profile.7,8 There are three widely used forms of nebu-

lizers: jet nebulizers; ultrasonic nebulizers; and the vibrating mesh nebulizer. Jet nebulizers,

which are powered by compressed air, are capable of nebulizing a wide variety of agents, but are

cumbersome due to their size and inefficient with reports of only �12% delivered dose reaching

the lung.10,11 Ultrasonic nebulizers,12 based on a rapidly vibrating piezoelectric crystals are more

amenable to miniaturization but suffer from the susceptibility of drugs to denature under the large

cavitation12–14 and hydrodynamic shear forces that accompany the nebulization process.7,8

Vibrating mesh nebulizers,15 on the other hand, which nebulize solutions through a vibrating

array of microorifices, are able to produce a mist of uniform droplet sizes as defined by the mesh

dimension, with reduced shear stress, but are susceptible to clogging, particularly if large macro-

molecules or particle suspensions are used. Hence, despite the attractive prospects of nebulizers,

their use has not burgeoned over the many decades since their introduction in modern form in

the mid-twentieth century. Research therefore continues in developing devices that are sufficiently

small, efficient, and inexpensive and are suitable for daily personal outside the traditional hospital

and medical practitioner settings.13,14,16,17

The device we have developed with the aim of efficient and effective pulmonary delivery

of aerosolized drugs—the RespiteTM system—utilizes surface acoustic waves (SAWs) to gener-

ate aerosols containing the therapeutic agent as a delivery vehicle for direct inhalation.8,18,19

SAWs, which are 10 MHz order Rayleigh waves with a displacement amplitude of a few nano-

meters confined to the surface of an elastic material and which have been used elsewhere for

microfluidic manipulation,20–22 are excited when power is supplied in the form of an alternating

electrical signal to interdigital transducer (IDT) electrodes. The IDTs are patterned using photo-

lithography on a chip-scale piezoelectric substrate (Figure 1(a)). When the device is actuated,

the acoustic waves draw liquid from a vial through a paper wick housed in a short capillary

placed in contact with the edge of the device, to form a meniscus on the substrate, as illustrated

in the schematic. At sufficiently high powers, the meniscus interface rapidly destabilizes, nebu-

lizing the liquid into a fine aerosol mist (Figure 1(b)) with a droplet size that can be tuned by

adjusting the physical properties of the liquid23 and the input power to the device.24

Alternatively, the SAW can also be generated along piezoelectric thin films25,26 or coupled into

superstrates27 on which nebulization can be carried out,28 although the excitation on the super-

strate is no longer in the form of a SAW but Lamb waves.27 Due to the significant inefficien-

cies associated with such coupling, we therefore carry out the nebulization directly from the

SAW substrate, as demonstrated in our previous work18,29 and that of others.30–32

Due to the small dimensions of the piezoelectric chip and its efficiency in driving nebuliza-

tion, the SAW device can be miniaturized into a low-cost, portable handheld system powered

by camera batteries.33,34 Nebulization of the b2-adrenergic agonist salbutamol for the treatment

FIG. 1. (a) Schematic depiction of the microfabricated SAW device. Power in the form of an oscillating electrical signal is

supplied to the IDT electrode photolithographically patterned onto a single crystal piezoelectric (lithium niobate; LiNbO3)

substrate. This causes the generation of the SAW, whose propagation causes liquid containing the antibodies to be drawn

from the vial through a capillary tube and paper wick in contact with the substrate. (b) Above a threshold power, the liquid

meniscus, which forms as a consequence, is destabilized and nebulized into a fine aerosol mist suitable for inhalation. The

scale bar denotes a length of approximately 1 cm.
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of asthma using this device resulted in a mean aerosol size of �3 lm using dynamic light scat-

tering, with approximately 80% of the drug as fine particles, as determined through a twin-

stage impinger.18 More importantly, however, it was found that the nebulization of bioactive

agents including smaller model proteins and DNA using SAWs did not lead to their degrada-

tion.29,33,35,36 This is because unlike conventional ultrasonic nebulizers, which typically run at

100 kHz order frequencies and require powers of 10 W and above, the 10 MHz order frequen-

cies and low power (�2–3 W) associated with the efficient SAW nebulizer suppresses large

shear and cavitational damage of biomolecules suspended in the liquid.7,8 As such, the SAW

device appears to constitute an ideal candidate for the pulmonary delivery of clinically signifi-

cant large macromolecules, as we will show in this work.

Therapeutic monoclonal antibodies (mAbs) are particularly attractive biomolecules to deliver

via the pulmonary route.37,38 Many mAbs have already been approved to treat a wide range of

diseases, and have been effective due to their high specificity and generally low toxicity.39,40 In

particular, cetuximab (Erbitux
VR

, Merck KGaA, Darmstadt, Germany) and bevacizumab

(Avastin
VR

, Genentech Inc., South San Francisco, CA), which bind to the epidermal growth factor

receptor and vascular endothelial growth factor receptor, respectively, are approved monoclonal

antibody therapies for non-small cell lung cancer. To date, therapeutic mAbs have been adminis-

tered intravenously, intramuscularly, or orally. However, for antibodies specifically targeted to

the lung, these methods of administration limit the amount available in the lung, and may

require higher dosages of the expensive drug to be administered.41 Delivery to the lungs via in-

halation is thus an attractive option for these therapeutics since it maximizes the amount of the

drug delivered directly to the lung while minimizing the dose that is administered.42–44

In this study, we therefore investigate the use of the SAW nebulizer for pulmonary delivery

of monoclonal antibodies against the epidermal growth factor receptor (EGFR) as a potential

therapeutic platform for lung cancer. EGFR is overexpressed in many carcinomas including

about 23% of non-small cell lung adenocarcinomas, making it a clinically significant target for

the inhalation therapy of mAb against it.41 In particular, the properties of the nebulized anti-

body aerosols were characterized, as were the post-nebulized protein stability and immunoactiv-

ity, in order to demonstrate the applicability of the miniature SAW nebulization platform as a

strategy for the efficient pulmonary delivery of mAbs.

EXPERIMENTAL

Materials

EGFR monoclonal antibody (528), or anti-EGFR, and Alexa Fluor (AF) 647 labeled anti-

EGFR were obtained from Santa Cruz Biotechnology Inc. (Dallas, TX). Dulbecco’s Modified

Eagle Medium (DMEM), Triton X-100, and mouse IgG were acquired from Sigma-Aldrich

LLC (Castle Hill, NSW, Australia). A431 and A549 cells were also acquired from Sigma-

Aldrich and maintained in DMEM supplemented with 10% fetal bovine serum (FBS) at 37 �C,

5% CO2. Ethylenediaminetetraacetic acid (EDTA), phosphate buffered saline (PBS), and FBS

were purchased from Life Technologies Pty. Ltd. (Mulgrave, VIC, Australia).

Paraformaldehyde was acquired from ProSciTech Pty. Ltd. (Kirwan, QLD, Australia).

Device fabrication

The SAW nebulizer device was fabricated as described elsewhere.45,46 Briefly, a pair of

interdigital transducers (IDTs) were patterned by sputtering aluminium (1.5 lm thickness,

NanochromeTM II electron beam evaporation system, Intlvac, Niagara Falls, NY) and chromium

(5 nm thickness) onto a clean 128� Y-cut X-propagating lithium niobate (LiNbO3) piezoelectric

substrate (Roditi, London UK), followed by standard UV photolithography and wet etching.

Nebulization and aerosol characterization

200 lg/ml antibody solution was fed to the SAW substrate via a wick comprising a thin

piece of polyester/cellulose cleanroom paper, approximately 1 mm � 10 mm in size, placed at
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the end of a glass capillary tube (ID 1.5 mm) and in contact with the edge of the substrate

(Figure 1(a)). A high frequency (29.78 MHz) electrical signal was then supplied to the IDT

electrodes to generate the propagating SAW to drive nebulization of the liquid feed. The input

power was set at �2–3 W, which has previously been shown to effectively nebulize the fluid

without damaging biomolecules.29 Fine-tuning of the nebulization rate was achieved by adjust-

ing the power through variation in the amplitude of the signal. The aerosol mist was character-

ized in terms of its droplet size using a Next Generation Impactor (NGI; Copley Scientific

Ltd., Nottingham, UK). For the NGI, a minimum of 2 mg of mouse IgG antibody at 1 mg/ml

was nebulized. The NGI was operated under ambient conditions (relative humidity �50%) and

at a flow rate of 20 l/min to ensure the majority of the mist entered the induction port.47 After

nebulization at 2 W input power, all collection cups and the induction port were carefully

rinsed with 5–10 ml of PBS. The protein concentration of the collected samples in each cup or

stage was then measured by a Bradford protein quantification assay according to established

protocols.48

Gel electrophoresis

The aerosol was collected for subsequent characterization by operating the nebulization de-

vice inside a closed 50 ml Falcon tube. Anti-EGFR in PBS and at various concentrations was

nebulized, and the mist, which condensed on the walls, was collected by centrifugation. The

collected mist was subjected to SDS-PAGE on a 4%–20% gradient gel and ran alongside SDS-

PAGE broad range protein standards (Bio-Rad Laboratories Pty. Ltd., Hercules, CA). Gels were

stained with Coomassie blue for 2 h and destained overnight in methanol/acetic acid solution.

Flow cytometry

A549 (a lung cancer cell line that overexpresses EGFR) cells were grown to 95% conflu-

ency in DMEM supplemented with 10% FBS. The cells were detached by incubating with

10 mM EDTA for a minimum of 10 min at 37 �C. A single cell suspension was prepared by

gentle pipetting of the detached cells. The cells were washed twice by centrifugation at 300

RCF, 5 min in FACS buffer (PBS containing 2% FBS), and then resuspended in 500 ll FACS

buffer (2.5� 105 cells/ml) containing 0.1 lg of nebulized AF647-labelled anti-EGFR antibody.

After 30 min incubation at 4 �C, the cells were washed thrice in FACS buffer by centrifugation

and resuspended in 500 ll for flow cytometry analysis (LSR II, BD Biosciences, San Jose, CA).

The flow cytometry data were analyzed using FlowJo software (TreeStar Inc., Ashland, OR)

from which the percentage of live cells with bound AF647-labelled anti-EGFR antibody was

quantified. The cells were subsequently imaged by confocal microscopy (A1Rsi, Nikon

Instruments Inc., Melville, NY).

Phosphorylation detection

For phosphorylation studies, A431 human epidermoid carcinoma cells were used instead of

A549 cells due to the higher EGFR expression on the surface of these cells. Specifically, A431

cells have a relative EGFR expression of 15:2 ratio over A549 cells.49 The A431 cells were

seeded on a 6-well plate at a density of 5� 105 cells/well and grown overnight. The media was

replaced with that containing 50 lg/ml of nebulized or non-nebulized anti-EGFR, or no anti-

body as the control. The cells were incubated overnight at 37 �C. The media was subsequently

removed and replaced with media containing 0.5 lg/ml epidermal growth factor (EGF) for

10 min at 37 �C, following which they were gently scraped from the wells and washed twice

with cold PBS by centrifugation (300 RCF, 5 min). The cells were subsequently fixed with 4%

paraformaldehyde for 10 min at room temperature, then washed thrice with cold PBS by centrif-

ugation (300 RCF, 5 min) after which they were permeabilized using 0.1% Triton x-100 for

15 min at room temperature before being washed three times with FACS buffer. To detect phos-

phorylation, the cells were then incubated with AF488-labelled anti-phospho EGFR antibody
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(Merck Millipore, Kilsyth, VIC, Australia) for 1 hr at 4 �C. Finally, the cells were washed thrice

in FACS buffer by centrifugation and resuspended in 250 ll for the FACS analysis.

RESULTS AND DISCUSSION

Aerosol characterization

Figure 1(a) shows a schematic of the microfabricated SAW nebulizer device. In its present

form, the device draws liquid from the liquid reservoir via a paper wick attached to a glass cap-

illary tube. The wick facilitates the formation of a thin film of liquid at the edge of the sub-

strate, which is crucial for efficient nebulization.24 At input powers above approximately 2 W,

the SAWs drive destabilization and hence nebulization of the thin film of fluid that is drawn

from the wick, resulting in the generation of a mist of aerosol droplets (Figure 1(b)).18

The location where the aerosols deposit and hence the site of local targeting of the inhaled

drug within the respiratory tract largely depends on the aerosols’ aerodynamic diameter. Very

small aerosols (<1 lm) may be exhaled, whereas large aerosols (>5 lm) tend to deposit in the

upper respiratory tract (nasal cavity, pharynx, and larynx) due to their inability to follow the

trajectory of the airflow in navigating the highly-branched bifurcation network of the airways.50

As such, optimum dose efficiency for systemic delivery is obtained with aerosols of aerody-

namic diameter between 1–3 lm as they deposit deep in the alveolar region of the lung.6,51

We conducted size distribution studies of the nebulized antibody solution using the NGI—

an in vitro model for studying particle deposition within the airways and is the industry stand-

ard accepted by the US and European Pharmacopeias for inhalation product testing.52,53 The

NGI consists of seven stages, which have progressively decreasing orifice sizes. This allows the

fractionation of the aerosol sizes as the aerosol-laden air at a given flow rate is drawn through

the impactor stages. A droplet impacts on a stage depending on its aerodynamic size, and the

droplets are recovered and analyzed via collection cups that are present at each stage. The NGI

data (Table I) show that, when nebulized at �2 W power using the SAW device, the majority

of antibody-laden droplets (76% 6 6%) fall within the last 5 stages of the NGI, which, at an air

flow rate of 20 l/min, represent aerosol sizes (volume median diameter or Dv50) ranging from

approximately 0.8–4.8 lm.47 This is in close agreement with our previous finding on the local-

ization of the nebulized drug salbutamol using a twin-stage impinger model.18 Approximately,

70% of the atomized mist was collected in the cups (Table I), with loss of mass potentially

resulting from loss during sampling (loss of mist outside the injection port), during protein re-

covery and minimally through the circuitry of the NGI.54

The aerosol distribution in Table I represents a mass median aerodynamic diameter of

approximately 1.1 lm with a geometric standard deviation of 1.2 lm, demonstrating the capabil-

ity of the device to deliver the antibody to the alveolar region of the lung. It is important to

TABLE I. Size distribution of the nebulized mist using a next generation impactor (NGI).

Stage %a Diameter (lm)b Protein collected (lg)c

Induction port 5.8 6 4.1 >13.05 185

1 2.2 6 0.5 13.05 24

2 1.4 6 0.6 7.61 12

3 1.2 6 0.1 4.76 15

4 0.9 6 0.7 2.84 5

5 6.0 6 2.3 1.74 59

6 25.2 6 0.4 1.11 341

7 42.9 6 8.9 0.77 659

14.6 6 1.1 <0.77 39

aPercentage of total deposited protein; average 6 st. dev.; n¼ 2
bMean aerodynamic diameter according to Ref. 38 at 20 l/min
cRepresentative mass distribution of protein collected from 2 mg of nebulized protein.
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note that while the NGI separates the aerosols based on their aerodynamic size under the same

principles observed in the lung, it is not an exact representation of the lung since it operates at

a constant flow rate as opposed to the continuously varying flow rate over a person’s breathing

cycle. Here, while the NGI measurement was carried out at a flow rate of 20 l/min to ensure

that the majority of the mist was sampled, an air flow rate of 15 l/min is a closer representation

of the inspiratory flow associated with adult tidal breathing,47 and thus, it would be expected

that the majority of droplets depositing in the last two stages of the NGI at 15 l/min would be

slightly larger at approximately 0.98–1.36 lm in aerodynamic diameter.47 The resulting liquid

formulation of the antibody suspension may also determine the final size of the nebulized drop-

lets,23 which could be influenced by the presence of excipients and protein concentration.

Ultimately, the area of the lung where the aerosol droplets deposit will depend not only on the

aerosol size but also on individual lung morphology and the inhalation or inspiration technique

of the patient.6,55

Nebulization rates of up to 0.6 ml/min could be achieved with the device, although the neb-

ulization rate has been found to be influenced by the porosity of the paper wick feed (unpub-

lished data), input power, and fluid properties.18 In addition, antibody concentrations up to

20 mg/ml could be nebulized without significant fouling or accumulation of the protein on the

device (data not shown). Clinically, in accordance with the product insert, cetuximab is typi-

cally administered by intravenous infusion at a dose of 400 mg/m2 or 10.6 mg/kg.56 For an aver-

age patient weighing 68 kg, this equates to approximately 720 mg of mAb administered over a

120 min infusion period. Using a high nebulization rate from the SAW device and an antibody

concentration of 20 mg/ml, the same amount can be administered via inhalation in only 60 min.

In comparison, the portable nebulizer Aeroneb
VR

(Aerogen
VR

, Dangan, Galway, Ireland) with a

standard aerosol flow rate of 0.3 ml/min would require 120 min, if it was verified that the tech-

nology was able to safely deliver the drug. Similarly, bevacizumab, which is administered at

15 mg/kg for lung cancer,57 would require approximately 85 min of treatment time using the

SAW nebulizer. The use of the SAW nebulizer would therefore offer a considerable benefit for

the patient in terms of reduced treatment times; moreover, the targeted approach would mean a

high local concentration of the therapeutic at the site of interest, which could lead to lower

doses being administered and therefore a reduction in the potential side effects caused by the

therapeutic.

Gel electrophoresis

To determine the stability of the antibody after nebulization, the aerosol mist was collected

and the molecular weight of the antibody was verified using gel electrophoresis. Figure 2 con-

firms that there is negligible change in the electrophoretic mobility, and hence the molecular

weight, of the post-nebulized antibody from that of the control, i.e., whole EGFR antibodies,

which have a molecular weight of 170 kDa. There was also no evidence of smaller fragments

of the protein on the gel, further confirming that the SAW nebulization does not cause any

appreciable protein degradation. In addition, the gel shows no apparent aggregation of the anti-

body, which is significant as many inhalation devices have been reported to be prone to protein

aggregation and hence unsuitable for the pulmonary delivery of large macromolecules such as

antibodies.42

These results confirm our earlier results29 that protein denaturation and aggregation due to

heating, hydrodynamic shear, or cavitation—which can render a protein inactive—is negligible

with the SAW nebulizer, in contrast to some conventional jet and ultrasonic nebulizers.42,58–60

This is because the frequency f at which the SAW nebulizer operates (29.78 MHz) is signifi-

cantly higher than conventional ultrasonic based devices (�1 MHz), and hence, the time period

over which the acoustic and thus hydrodynamic forcing reverses, typically on the order of 1/f,
is considerably shorter than the characteristic time scale for molecular relaxation.18,23 The high

frequencies employed for the SAW nebulization, together with the low powers required for neb-

ulization, also suppresses any cavitation within the liquid since the power necessary to generate

cavitation in the liquid increases significantly with increases in the operating frequency.23
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Antibody activity

The activity of the nebulized antibody was demonstrated by testing its ability to bind to its

antigen or target on the cell surface, i.e., EGFR. Figure 3(a) shows flow cytometry data of cells

incubated with either nebulized or non-nebulized EGFR mAb. Specifically, the histogram shows

a shift in the fluorescence intensity of the cells incubated with non-nebulized fluorescently-

labelled EGFR mAb compared to that for the untreated cells. A similar shift was obtained with

cells incubated with nebulized EGFR mAb, suggesting that the post-nebulized EGFR mAb

retains almost all of its immunoactivity and hence its ability to bind to its target receptor on the

cell surface. This result is visually confirmed in the confocal image in Figure 3(b) showing the

binding of AF647-labelled EGFR mAb to the A549 cells.

The specificity of binding of an antibody to its antigen is determined by the antigen bind-

ing site at the tip of each Fab chain of the antibody. It is well established that conditions

FIG. 3. Immunoactivity of the nebulized antibody. (a) Representative flow cytometry data showing the binding of nebu-

lized (red, dotted) versus non-nebulized (blue, dashed) AF647-conjugated EGFR mAb to A549 cells. The AF647 intensity

of untreated cells is also shown (black, solid). (b) Single channel confocal microscopy image of A549 cells incubated with

nebulized AF647-conjugated EGFR mAb.

FIG. 2. Gel electrophoresis (SDS-PAGE) of both nebulized and non-nebulized EGFR mAb. Lane 1: Protein molecular

weight marker; Lane 2: non-nebulized EGFR mAb (100 lg/ml); Lane 3: nebulized EGFR mAb (100 lg/ml); Lane 4: non-

nebulized EGFR mAb (250 lg/ml); Lane 5: nebulized EGFR mAb (250 lg/ml).
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including heat, pH, and the presence of enzymes (proteases), metals, or radicals can adversely

affect protein folding, which can lead to irreversible denaturation of a protein.61 Of these, local-

ized heating of antibody solution during nebulization on the SAW device (not exceeding 50 �C)

would appear to be the main concern responsible for any potential loss of activity of the protein

as a result of its nebulization. The results above, nevertheless, indicate that the potential heating

of the antibodies by the SAW during their nebulization is negligible, particularly given that no

fragmentation was evident in the gel electrophoresis runs and since the antibody binding

appeared to be unaffected.

Phosphorylation detection

In actively dividing cells, the binding of the ligand EGF to the EGFR initiates a tyrosine

phosphorylation cascade, leading to downstream signaling that regulates cell growth and prolif-

eration.62 In cells overexpressing the EGFR, as in many tumor cells, this can lead to uncon-

trolled cell proliferation and tumor progression. The binding of the EGFR mAb to the EGFR

leads to the internalization and subsequent degradation of the receptor, which therefore blocks

ligand-activated phosphorylation.62

To determine the pharmacological significance of the nebulized antibody, the effect of the

binding of nebulized against non-nebulized EGFR mAb on the subsequent phosphorylation of

tyrosine residue Tyr1173 was determined by blocking cells with either nebulized or non-

nebulized antibody, followed by stimulation with EGF. The phosphorylation of Try1173 was

then detected with an AF488-labelled, anti-phospho EGFR using flow cytometry.

Figure 4 shows the fluorescence intensity of the antibody treated cells compared with

untreated cells, indicating a �70% reduction (based on the geometric mean of the AF488 fluo-

rescence) in the fluorescence intensity of the blocked cells compared with untreated cells, thus

confirming the ability of the nebulized antibody to bind to the receptor and subsequently block

phosphorylation. No significant difference was observed between cells treated with nebulized or

non-nebulized antibodies. The small difference observed can possibly be attributed to the slight

discrepancy between the total number of live cells analyzed for each sample (1651 cells for the

nebulized sample compared with 1141 cells for the non-nebulized sample). In any case, the

geometric mean of the fluorescence (untreated: 10, EGF-stimulated: 551, nebulized: 160, and

non-nebulized 130) suggests that the difference between the cells treated with nebulized and

FIG. 4. Detection of EGFR phosphorylation by flow cytometry. Representative plot showing the binding of AF488-

conjugated, anti-phosphor EGFR mAb to A431 cells stimulated with EGF after pre-blocking with nebulized EGFR mAb

(red, dashed), non-nebulized EGFR mAb (blue, dotted); or with no blocking (green, solid). The AF488 intensity of

untreated cells is shown for comparison (black, solid).
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non-nebulized antibodies is less significant compared to that of the untreated and EGF-

stimulated cells.

CONCLUSIONS

In summary, our results indicate the potential for the pulmonary delivery of therapeutic

monoclonal antibodies using a portable handheld surface acoustic wave microfluidic nebuliza-

tion platform. Crucially, the nebulization in this work did not result in the gross fragmentation

of the antibody, and retains its antigen-binding and ligand-blocking ability, which is important

in the case of the EGFR mAb for reducing tumour growth. Further, the micron dimension drop-

lets produced by the nebulizer presents opportunities for different routes of delivery. For local

delivery, pulmonary delivery can potentially provide a targeted approach for delivering mAbs,

particularly for the treatment of lung cancer in combination with chemotherapy.63 For systemic

delivery, mAbs may take advantage of the vast network of blood vessels in the alveolar region

of the lungs. Whatever the treatment strategy, the SAW nebulization demonstrated in this work

provides a viable approach for the delivery of large protein macromolecules not only for the

treatment but also the diagnosis of respiratory diseases through a low-cost, miniature device

commensurate for portable consumer use.
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